Our objective was to examine factors that affect the accuracy of energy expenditure measurements (EE), when using flowthrough indirect calorimetry (IC), to determine the minimum length of time needed to measure 24-and 48-h EE and to compare cross-over and parallel designs as methods of investigation during energy balance collections (EB) in preterm infants. A baby doll manikin was used to determine equilibration times and to compare VCO 2 and VO 2 as measured by flow meter and indirect calorimetry under different study conditions, one of which simulated an EB. "Continuous" EE was measured to determine the minimum length of time needed to accurately reflect 24-and 48-h EE and to compare parallel and cross-over studies as methods of study design in a group of "normal" enterally fed preterm infants. The mean (ϮSD) errors between flow meter and indirect calorimetry determinations for VCO 2 and VO 2 were Ϫ1.9 Ϯ 2.5 and Ϫ1.8 Ϯ 4.3% under conditions that simulated an EB. Cumulative 6-h EE accurately predicted 24-and 48-h EE. Expressed in absolute terms (kcal/d), EE did not change on a day-to-day basis but did increase over the 2-wk study period. Expressed on body weight basis (kcal/kg/d), EE did not change on a day-to-day or week-to-week basis. The variance in EE due to biologic variability; i.e. the parallel design, was ϳ6 times greater than that due to age, weight, and weight gain; i.e. the cross-over design. Indirect calorimetry, therefore, accurately measures EE in conditions simulating an energy balance collection. Six-hour EE determinations are valid estimate of EE during a 48-h balance collection, while cross-over studies may be the preferred method of study design during short-term studies of EE in preterm infants. Accurate measurement of energy expenditure has important implications in the determination of energy requirements in preterm infants. Previous studies examining EE using flowthrough indirect calorimetry (IC) have yielded variable results (1-11). The extent to which this reflects differences in methodology, biologic variability, and/or factors such as dietary intake, age, weight, weight gain, etc., is not entirely clear.
study period. Expressed on body weight basis (kcal/kg/d), EE did not change on a day-to-day or week-to-week basis. The variance in EE due to biologic variability; i.e. the parallel design, was ϳ6 times greater than that due to age, weight, and weight gain; i.e. the cross-over design. Indirect calorimetry, therefore, accurately measures EE in conditions simulating an energy balance collection. Six-hour EE determinations are valid estimate of EE during a 48-h balance collection, while cross-over studies may be the preferred method of study design during short-term studies of EE in preterm infants. Accurate measurement of energy expenditure has important implications in the determination of energy requirements in preterm infants. Previous studies examining EE using flowthrough indirect calorimetry (IC) have yielded variable results (1) (2) (3) (4) (5) (6) (7) (8) (9) (10) (11) . The extent to which this reflects differences in methodology, biologic variability, and/or factors such as dietary intake, age, weight, weight gain, etc., is not entirely clear.
The accuracy of IC with open-canopy gas sampling has been questioned. Bauer et al. suggest that accuracy is reduced with open-canopy sampling and variable depending on body position (12) . During IC infants are placed under a canopy, which is removed and replaced at regular intervals for normal infant care. However, equilibration times after replacement of the canopy also vary (5-30 min) (13) (14) (15) and may further confound EE determination.
These findings have important implications for EE measurements during energy balance collections (EB). Infants are more easily nursed under a canopy, while body position may be changed many times over a 48-h collection period. Infants may also be placed on a balance collection mattress containing holes, which although used to ensure complete urine and stool collection may limit the accuracy of gas sampling. Studies suggest that 24-h EE can be estimated from a 6-h EE measurement (14, 16) but EE varies on a day-to-day basis (9, 17) and the extent to which a 6-h EE reading can be extrapolated to a 48-h EB collection has not been determined.
The purpose of this study, therefore, was to 1) measure the accuracy of gas sampling with open canopy flow-through IC under conditions simulating an EB collection, 2) determine the
METHODS
In vitro. Assessment was performed using open canopy flow-through indirect calorimetry (DELTATRAC IIT, Datex Division Instrumentarium Corp., Helsinki, Finland) using the gas dilutional model described by Takala et al. (18, 19) and McLean and Tobin (20) . A dilutional mixture of 25% carbon dioxide in nitrogen (Cryoservice Ltd, Worcester, United Kingdom) was infused into the canopy to mimic oxygen consumption and carbon dioxide production (equations 1 and 2). The rate of flow, 3.0 L/min, was controlled using a variable area glass tube flow meter (independently calibrated by Universal Calibration Laboratories Ltd, Romsay, Hants, United Kingdom).
(1)
where VCO 2 ϭ simulated CO 2 production, WCO 2 ϭ infused CO 2 , VO 2 ϭ simulated O 2 consumption, FiO 2 ϭ inspired oxygen concentration, and WN2 ϭ infused nitrogen. The calorimeter was set up and maintained according to the manufacturer's instructions. Internal sensor calibrations were performed before each study while barometric pressure was checked daily. The flow generator was calibrated at weekly intervals.
The manikin, a baby doll weighing 1.5 kg, was placed under the canopy provided by the manufacturer for neonates on a conventional neonatal mattress, which was considered the "reference standard." An infant nasal cannula (Salters Labs, Arvin, CA, U.S.A.) was attached to the flow meter. The prongs of the nasal end of the cannula were removed. The cannula was placed on the doll so that the two nasal holes were in line with nares ϳ2 cm below the nasal bridge and secured in place using adhesive tape.
A dilutional mixture of 25% carbon dioxide in nitrogen (Cryoservice Ltd, Worcester, United Kingdom) was then infused at flow rates equivalent to 20 mL/min of carbon dioxide (VCO 2 FM) and 15.6 mL/min of oxygen (VO 2 FM). Carbon dioxide (VCO 2 IC) and oxygen (VO 2 IC) were then sampled minute-by-minute for 30 min. Ten measurements were taken.
This process was repeated with the manikin placed on a balance mattress. During metabolic collections in our unit a cotton sheet is placed over the lower abdomen of the infant for esthetic purposes. To simulate this the process was again repeated with manikin placed on the balance mattress with a cotton sheet placed over the plastic surround of the canopy and the lower abdomen of the manikin.
Equilibration times were determined as follows. Each 30-min study period was split into two 15-min blocks. The mean VCO 2 IC of the second 15-min block was calculated. VCO 2 IC of the first 15-min period was then plotted against time using polynomial regression analysis. The time at which VCO 2 IC of the first period achieved 95% of the mean value of VCO 2 IC of the second period was considered the equilibration time.
To determine accuracy, the manikin was again placed on a standard mattress. Gas flow was varied from 6 -26 mL/min (VCO 2 FM) and 4 -20 mL/min (VO 2 FM). After a 15-min equilibration period VCO 2 IC and VO 2 IC were measured continuously for 60 min. At each flow rate five measurements were taken. This process was repeated with the manikin placed on the balance mattress, without and then with the cotton sheet in place.
Accuracy was determined as follows. Flow-meter determined values (VCO 2 FM, VO 2 FM) for the 60-min study period were corrected for temperature and pressure and then compared with calorimetric VCO 2 IC and VO 2 IC using the equations below:
In vivo. This study was approved by the local ethical committee and informed consent was obtained from the parent(s) or guardians. EE was measured in 11 clinically stable enterally fed preterm infants (birth weight Ͻ1500 g and gestation Ͻ32 wk) with no evidence of systemic disease; i.e. not receiving supplemental oxygen or medications, on two occasions 1 week apart. Infants were nursed in an incubator, servo-controlled to maintain a neutral thermal environment.
Twenty-four-hour care was provided by research nurses responsible only for the study infant. Infants were fed by orogastric tube either by continuous or bolus infusion. Bottles of ready-to-feed formula were weighed before and after each feeding; differences in weights were used to calculate energy intake. Bottles were fed to completion. Differences in weight between the full and empty bottles were used as a cross-check for the accuracy cumulative weights between each feedings.
Spillage was collected on preweighed diapers placed around the infant, differences in weights between the clean and "soiled" diapers were used to calculate losses. Volume of intake was calculated by dividing differences in weight by specific gravity of the formula. Energy intake was then calculated from the volume fed and energy content of the formula.
The canopy was placed over the infant's head with the cotton cloth placed over the plastic surround. Measurements were made over 48 h and broken into two 24-h collections. "Continuous" measurements are not possible because the canopy must be removed for normal infant care at regular intervals. After placement of the canopy, an equilibration time of 8 min was allowed before measurements commenced.
Measurements were recorded at 1-min intervals and averaged for the first 15, 30, 60, and 90 min, and for the 3, 4, 5, 6, 7, and 8 h. Averaged values were then compared with the mean value of the 24-h reading. A cumulative collection period of Ն12 h was considered acceptable for a given 24-h period.
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Data Analysis
Data analysis was performed using paired t tests, standard Student t test, regression analysis, and analysis of variance. Results were considered significant at p Ͻ 0.05. In the case of multiple comparisons the Bonferroni-Dunn correction was applied.
A comparison of variance due to biologic variability, as occurs during parallel studies, and dietary intake, body weight, weight gain, age, etc., as occurs during cross-over, was done using the method described by Snedecor and Cochrane with Fisher's adjustment for degrees of freedom (21) 
RESULTS
In vitro. Thirty equilibration measurements were made. The results are presented in Fig. 1 . Equilibration times for VCO 2 IC varied from 6 -7 min and did not differ when the manikin was placed on the standard mattress, the balance mattress, and the balance mattress with the cotton sheet. Equilibration times for VO 2 IC also varied from 6 -7 min and did not differ between the groups.
One hundred forty-four accuracy determinations were made. No overall difference was noted between VCO 2 IC and VCO 2 FM (15.9 Ϯ 5.4 vs 15.8 Ϯ 5.2 mL/min). However, the error varied and was least (p Ͻ 0.0001; Fig. 2 ) with the balance mattress and the cotton sheet in place (Ϫ0.3 Ϯ 0.4 mL/min; Ϫ1.9 Ϯ 2.5%) compared with the standard mattress (Ϫ0.7 Ϯ 0.4 mL/min; Ϫ4.3 Ϯ 3.1%) and the balance mattress alone (1.2 Ϯ 1.4 mL/min; 7.0 Ϯ 7.1%) p Ͻ 0.0001; Fig. 2 ).
An overall difference of 0.17 Ϯ 0.9 mL/min, was noted between VO 2 IC and VO 2 FM (p Ͻ 0.05). The error varied and was least (p Ͻ 0.0001; Fig. 2 ) with the balance mattress and the cotton sheet (Ϫ 0.3 Ϯ 0.5 mL/min; Ϫ1.8 Ϯ 4.3%) when compared with standard mattress (Ϫ0.6 Ϯ 0.5 mL/min; Ϫ4.5 Ϯ 3.0%) and the balance mattress alone (0.9 Ϯ 1.0 mL/min, 6.7 Ϯ 6.5%).
The relationship between VCO 2 IC and VCO 2 FM and between VO 2 IC and VO 2 FM for the manikin placed on the balance mattress with the cotton sheet in place are presented in Fig. 3 . For VCO 2 IC and VCO 2 FM, the intercept was not different from zero and a direct linear relationship was seen between the variables (r 2 ϭ 1.0; p Ͻ 0.0001). For VO 2 IC and VO 2 FM, the intercept differed from zero (p Ͻ 0.01) but a direct linear relationship was noted between the variables (r 2 ϭ 0.99; p Ͻ 0.0001).
In vivo. Forty-eight-hour EE determinations (n ϭ 22) were performed on 11 preterm infants with a mean (ϮSD) gestation 29.8 Ϯ 1.5 wk and a birth weight 1.35 Ϯ 0.22 kg (mean Ϯ SD). Mean (ϮSD) weight and post-conceptional age during the 1st and 2nd weeks of the study were 1737 Ϯ 267 and 2125 Ϯ 355 g and 233 Ϯ 10 and 241 Ϯ 10 d, respectively. None of the infants received respiratory support or medications during the study. The within-day changes in EE are presented in Fig. 4 . No significant differences were detected between accumulated 24-h EE and any of the other values. However, the SD of the difference decreased between 0.25 h and 6 h but did not change thereafter. At 6 h, mean (ϮSD) absolute error was 0.9 Ϯ 3.8 kcal/d reflecting a fractional error of 1 Ϯ 4%. The relationship between EE (kcal/d) at 6 h and EE at 24 and 48 h is also presented in Fig. 5 ; the intercepts did not differ from zero and the slopes were close to unity. Data (mean Ϯ SD) for the 2-wk study period are presented in Table 1 . Body weight increased during the study with a mean gain of 56 g/d. In absolute terms (kcal/d), EI and EE did not increase between the two contiguous 24 h periods but did increase between week 1 and week 2. Stepwise regression analysis with EE as the dependent variable and EI, body weight, birth weight, gestational age, postnatal age, postconceptional age, and weight gain as the independent variables indicated that ϳ85% of the variation in EE was related to EI, the other variables having no effect.
On a body weight basis, no differences were detected in EI or EE between the two contiguous 24 h periods or between the 2 weeks. Stepwise regression analysis indicated that ϳ20% of the variation in EE was related to EI (p Ͻ 0.05), the other variables had no effect. Respiratory quotient did not change over the 2-week period.
After Fisher's adjustment for degrees of freedom the variance associated with biologic variability was 1577 kcal/d and the variance associated with dietary intake, body weight, age, and weight gain was 278 kcal/d. The number of infant pairs required was about six times greater with the parallel than the cross-over design. 
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DISCUSSION
The accuracy of IC in measuring EE has been questioned. Using an open canopy for gas sampling Bauer et al. (12) report a mean error of Ϫ13 Ϯ 1 and Ϫ14 Ϯ 5% for VO 2 and VCO 2 measurements, while the error in VO 2 measurements varied from Ϫ2 Ϯ 5% to Ϫ70 Ϯ 11% depending on body position of the manikin. In this study, the mean errors for VCO 2 and VO 2 determinations were Ϫ1.0 Ϯ 6.1 and Ϫ0.9 Ϯ 5.8%, and while the error also varied, it was somewhat less in conditions simulating an EB collection than when a standard mattress was used.
Previous studies suggest that 24-h EE can be estimated from a 6-h reading (14, 22) . Data from this study suggests that 24-h and 48-h EE can also be deduced from a 6-h determination. However, Bell et al. used a 30-min equilibration time followed by a fixed 90-min EE collection period (14) . Actual EE measurements, therefore, were 4.5 h in duration rather than 6.0 h. Surprisingly, the error in EE measurements in the study of Bell et al. and this study were quite similar, suggesting that either approach may be used. Shorter equilibration times coupled with variable EE collection periods may facilitate data collection in the clinical care setting.
Previous studies have shown that EE is affected by EI and factors such as body weight, size for gestation, age, method of feeding, behavioral state, and growth (2, (23) (24) (25) (26) (27) (28) (29) . Because many of these factors co-exist they have been difficult to separate. To more closely examine the relative effects of these factors dietary intake and method of feeding were closely controlled during the study.
Despite the fact that EI and EE (kcal/kg/d) did not change over the 2-wk period, EI remained an important determinant of EE. Interesting enough, the magnitude of effect appeared to differ depending on whether the data were expressed as kcal/d (EI accounted for ϳ85% of the variability in EE), or kcal/kg/d (EI accounted for ϳ20% of the variation in EE). This apparent difference is puzzling but might be explained as follows.
During stepwise regression, a partial correlation coefficient (R) is initially calculated between the dependent; e.g. EE, and each independent variable; e.g. EI, body weight, etc. (step 0). The independent variable with the most significant R is entered into the regression equation. R is recalculated between the dependent and each remaining independent variable. The variable with the most significant R is then added to the equation and the process is repeated until no significant associations are noted. However, R reflects not only strength of association but also range of values.
In this study during step 0, the R value between EI and EE was 0.91 and the R value between body weight and EE was 0.90, while the range of EI was 140 -457 kcal/d (ϳ325%) and the range of body weight was 1230 -2260 g (ϳ180%). Given the co-linear nature of EI and body weight, the greater range of EI may have masked effects due to body weight. Only when the data were analyzed on a weight basis were the effects due to body mass detectable.
The relative effects of biologic variability, age, weight, and weight gain, have important implications for the design and interpretation of energy balance studies in preterm infants. During energy balance a parallel or cross-over design may be used. However, variation due to biologic variability, confounds those associated with treatment and limit precision of the parallel design, while variation due to a "period" effect; i.e. dietary intake, weight, age, weight gain, limits the precision of the cross-over design.
In this study where dietary intake was closely controlled, the variance due to biologic variability was approximately six times greater than that of the other variables. This is consistent with the significant biologic variability also observed in term infants (30) and indicates that cross-over may be the preferred method study design during short-term studies of energy balance in these infants.
The findings of this study are important. The accuracy of the canopy as a method of gas sampling during IC has been questioned (12) . Data from this study suggest that while the canopy tends to underestimate VCO 2 and VO 2 , the error is small and should not limit use of IC for EE determinations during EB collections in preterm infants. Although EE is an integral part of EB, no data are available on the length of time needed to obtain accurate and reproducible measures of EE referable to a 48-h EB collection. This is the first study to provide such data.
Controversy exists with regard to the means of expression of EE (31) . Results of this study suggest that when EE expressed on an absolute may be misleading and supports the idea that EE be expressed on a body weight basis. Many factors affect EE which tend to coexist, are difficult to separate, and confound the interpretation of dietary intervention. In this study the effects of biologic variability were greater than those due to body weight, age, and weight gain suggesting that cross-over 522 may be the preferred method of study design when examining the short-term effects of dietary intervention on EE in these infants. This is the first study to provide such data.
